Introduction {#S0001}
============

Despite significant advances, embolic and thrombotic events (such as ischemic stroke, myocardial infarction, deep venous thrombosis, pulmonary embolism, and peripheral arterial disease) continue to be major causes of morbidity and mortality, worldwide.[@CIT0001]--[@CIT0005] Considering stroke in the U.S. alone, there are over 795,000 cases annually, with someone having a stroke on average every 40 s. Approximately 87% of strokes are ischemic and 13% hemorrhagic, with stroke ranking as the \#5 cause of death, and a major cause of disability, dementia, and depression, costing more than 34 billion dollars annually. Heart disease is the \#1 cause of death in the U.S., with the majority of cases being attributed to ischemic coronary artery disease.[@CIT0006] A key therapeutic agent, tissue plasminogen activator (tPA) (and its derivatives: alteplase \[recombinant\], reteplase \[modified\], tenecteplase \[modified\]) is a thrombolytic drug which is FDA-approved for the intravenous (IV) treatment of acute ischemic stroke.[@CIT0007],[@CIT0008] Thrombolytic therapy with tPA is initiated within 3 to 4.5 hrs after the onset of stroke.[@CIT0009]--[@CIT0011] TPA is a serine protease which catalyzes the conversion of plasminogen to plasmin, the primary enzyme which degrades fibrin, causing the fibrinolysis which results in clot dissolution.[@CIT0012],[@CIT0013] TPA may be used intravenously or locally (i.e., through a catheter) in the treatment of conditions resulting from thrombus formation, such as myocardial infarction, pulmonary embolism, and peripheral arterial disease.[@CIT0014],[@CIT0015]

Current clinical use of IV tPA is limited by its narrow therapeutic time window, hemorrhagic complications, and suboptimal delivery to the precise location of the thrombus.[@CIT0007],[@CIT0008],[@CIT0013],[@CIT0016],[@CIT0017] In computational studies, IV administration of a thrombolytic such as tPA to a thrombus situated within an occluded blood vessel occurs primarily as a function of the length of the occluded vessel and may take 2--3 hrs for peak delivery.[@CIT0018] It has been estimated that less than 1/100,000% of drug administered intravenously actually reaches the offending blood clot.[@CIT0018] With thrombus lengths exceeding 8 mm, intravenous thrombolytic therapy has a minimal chance of recanalizing the occluded vessel.[@CIT0019] While a beneficial agent, augmentation of tPA delivery to the site of the thrombosis is urgently needed, in order to improve its efficacy for re-establishing tissue perfusion. In many acute ischemic stroke patients, such as those with confirmed acute anterior circulation large vessel occlusion, IV tPA combined with catheter-based (i.e., endovascular) therapy has become the first line of treatment.[@CIT0007],[@CIT0020] Intravascular catheter placement offers an avenue for directly administering agents designed to augment tPA delivery to the thrombus.

Nanoparticle technology provides compelling strategies for improving the safety and efficacy of thrombus-targeted fibrinolytic therapy.[@CIT0015]--[@CIT0017],[@CIT0021]--[@CIT0024] Magnetic nanoparticles (MNPs) offer a way to improve drug targeting for thrombotic events since they can be directed down "blind alleys" in the vasculature or even tangential to or against prevailing flow, thereby improving drug delivery to the area of obstruction.[@CIT0025],[@CIT0026] In the past, while promising at animal-sized distances,[@CIT0027],[@CIT0028] successful implementation of magnetic drug targeting in humans has been largely impractical. This has primarily been due to the problem of scale since the attractive force between MNPs and a magnet is inversely proportional to at least the fourth power of the distance.[@CIT0029],[@CIT0030] Recently, however, our group reported the development of a model system which allows MNPs to be moved "remotely," over human-sized distances (e.g., 5--30 cm) by means of a rotating permanent magnet.[@CIT0029],[@CIT0031],[@CIT0032] This system employs macroscopic lanes which may be coated with endothelial cells, thereby simulating blood vessels, and allows videography for quantification of the velocities of the MNP clusters moving down the lanes. This "remote" induction of MNP movement over such distances has been referred to as "magnetically-enhanced diffusion" or "magnetically-induced rotation and translation (MIRT)".[@CIT0029],[@CIT0033],[@CIT0034]

In this paper, we report on the next phase of testing of this system, for measuring MNP-mediated delivery of tPA to blood clots in vitro. Our hypothesis was that rotating MNP clusters could be used to enhance delivery of tPA to a clot in a biomimetic channel, even without direct drug conjugation to the MNPs. The model system had three components: 1) standardized MNPs known as microbeads (MBs), 2) a rotating magnet (the "mini-MED"), and 3) custom-designed tissue culture trays containing straight or branched lanes ("MIRT trays"). The lanes of the MIRT trays were filled with fluids such as PBS, culture medium, serum, or citrated whole blood, in order to study the effects of the media on MNP movement. Rabbit endothelial cells were then grown within the lanes of the trays. The effect of MNPs on tPA-mediated fibrinolysis of clotted blood was first studied directly, with a fixed magnet, and then by remote delivery (using the rotating magnet) to thrombi in the biomimetic channels.

Methods {#S0002}
=======

Magnetic Nanoparticle Microbeads and the Mini-MED System {#S0002-S2001}
--------------------------------------------------------

Magnetic nanoparticle microbeads (MNPs) and the rotating magnet system ("mini-MED") were provided by Pulse Therapeutics, Inc. (St. Louis, MO). MNPs contain single-crystalline Fe~3~O~4~ (magnetite) cores (∼40 nm diameter), are ferrimagnetic, and form agglomerates which act as stir rods in response to a rotating magnetic field. Characterization of these MNPs, including their hysteresis curve and TEM imaging, has recently been reported.[@CIT0029] The volume of MNP suspension used in most experiments described here was 20 µL. This was from a stock solution of 25 mg/mL, so typically 0.5 mg of MNPs was used for each determination (i.e., per lane as described below). The "mini-MED" contains a neodymium-boron-iron permanent magnet (see US patents 8,313,422, 8,308,628, and 8,529,428), which spins rapidly (3 Hz), causing agglomerated MNPs to counter-rotate (like meshing gears), and move by means of surface traction. Rotating MNP clusters have also been referred to as "aggregates", although more technically they are "agglomerates". These MNPs have been designed to be optimized with respect to their lack of toxicity, and kinetic response to the mini-MED. Bio-compatibility testing of the MNPs was conducted under ISO 10993, as a blood-contacting medical device, with a duration of greater than 30 days. Under ambient conditions even without exposure to a magnet, the MNPs form linear structures, as seen in [Figure 1A](#F0001){ref-type="fig"}.Figure 1(**A**) Photomicrograph of linear structures of MNPs formed without exposure to a magnet. (**B**) Photograph of the original MIRT tray, with straight lanes allowing for direct comparison of different experimental conditions such as MNP concentration, fluid composition, and cellular lining of the lanes. (**C**) Photograph of a representative MIRT tray with branched lanes (rotated and at reduced magnification), which allows for the study of MNP distribution along various tributaries. (**D**) Computerized tomography image of a portion of the straight lane MIRT tray.

Production of "Magnetically-Induced Rotation and Translation" (MIRT) Trays {#S0002-S2002}
--------------------------------------------------------------------------

Trays for testing the movement of MNPs by the mini-MED were designed in Inventor Professional 2017 (Autodesk, Mill Valley, CA), with dimensions to be compatible with standard 96-well plate readers (namely, 127.8 mm length, 85.5 mm width, 13.0 mm height). While the lanes of the trays can be made according to a wide variety of designs, two basic designs were used in the experiments reported here. For the "straight lane" tray, each lane was 1/8th inch (3.175 mm) wide, similar in size to a portion of a human cerebral or coronary artery. The straight lane design, in which the tray has 8 lanes, allows direct comparisons to be made between different types of magnetic particles, or different transport media, provided that the magnetic field effect is homogeneous. Tray lanes were separated by 9 mm center to center, with the beginning of the first lane being designed to match the 96-well "A1" position. Utilizing Inventor Professional's computer-aided manufacturing (CAM), drill specifications were set for the milling of an optically clear, cast acrylic rectangular bar (McMaster-Carr Supply Co., Elmhurst IL). To produce the trays, g-code was uploaded to an Othermill Pro milling machine (Other Machine Co., Berkeley, CA). The acrylic bar was milled first with a 1/8th inch flat bit for initial cutting and removal of bulk material. Then, a 1/8th inch ball-end bit was used with lubricant to finish the trays, in order to produce smooth lanes with rounded bottoms.

For the "branched lane" tray, the same material and overall dimensions were used. The branching pattern includes six "arteries" with 5 bifurcations in two dimensions. The "beginning artery" (representing where a catheter could potentially deposit MNPs and drug, such as in the internal carotid artery) is centered at position D1 of a standard 96-well plate, and has a width of 1/2 inch (12.7 mm). At the first bifurcation, the lane width decreases to 3/8th inch (9.525 mm), while the second bifurcation further reduces the lane width to 1/4 inch (6.35 mm). For the sake of simplicity for the prototype, branches at 45 degrees (with rounded edges) were used. The final trays were washed and cleaned with distilled water, removing any milled acrylic residue. When used for tissue culture, trays were sterilized overnight using ethylene oxide, or with 100% ethanol and UV light. Successive sterilizations, of ethylene oxide or ethanol and UV light, did not alter the structure or integrity of the MIRT tray. Representative trays - showing the straight lane and branched lane designs - are seen in [Figure 1B](#F0001){ref-type="fig"} and [C](#F0001){ref-type="fig"}. [Figure 1D](#F0001){ref-type="fig"} shows a computerized tomography (CT) image of a portion of the straight lane tray.

Video Analysis of MNP Velocity; Tray Positions {#S0002-S2003}
----------------------------------------------

Digital videos of MNP aggregates (or agglomerates) being moved by the mini-MED in the MIRT trays were recorded using an Olympus SZ-12 camera (Center Valley, PA). Videos were recorded either in an "above" or "below" imaging position, with the MIRT tray on a grid indicating each centimeter of distance from the starting position (origin) of the MNPs. "Above" imaging was performed for transparent liquids, such as phosphate-buffered saline (PBS) or cell culture media. "Below" imaging - with the tray below the mini-MED and the camera below the tray - was required for opaque liquids, such as whole blood or skim milk. This is because the MNP aggregates are more easily seen at the bottom of the lanes. A diagram illustrating the different tray positions used for this paper is given in [Figure 2A](#F0002){ref-type="fig"}. The origin (or starting point) for the MNPs (from the vantage point of this figure) was always to the left. The MNPs moved to the right, whether above or below the magnet, in response to the rotation of the mini-MED. Digital recording analysis was performed using MATLAB's Video Viewer application (MathWorks, Natick, MA). As the leading edge of the MNP mass passed each marked centimeter, the frame number was recorded. The difference in frame number was determined between centimeters. The frame rate of the camera (frames/sec) was divided by the difference in frames per marked centimeter (frames/cm) producing a velocity reading (in cm/sec) of the MNP movement over each centimeter. A photograph of the mini-MED with the MIRT tray in the "offset above" position is shown in [Figure 2B](#F0002){ref-type="fig"}. This perspective is rotated 90 degrees clockwise from that of [Figure 2A](#F0002){ref-type="fig"}, and shown from above. Figure 2(**A**) Illustration showing the various positions of the MIRT tray with respect to the rotating magnet (mini-MED), and the direction of MNP travel. "ø" indicates the origin or start position for MNPs. (**B**) Photograph of the MIRT tray in the offset above position, 20 cm over the mini-MED. The location of the rotating permanent magnet is shown by the arrow. This perspective is rotated 90° and shown from above. The MNPs move remotely (i.e., at a distance from the magnet) due to the rotation of the clusters, and surface traction.

MNP Translation (with the Mini-MED) and Velocity Determinations {#S0002-S2004}
---------------------------------------------------------------

MNP velocities were initially measured in a cell-free system using 1 mL (per lane) of 5 different solutions: PBS, Dulbecco's Modified Eagle's Medium (DMEM), fetal bovine serum (FBS), bovine skim milk, and rabbit whole blood. Twenty µL of 25 mg/mL MNP solution was added to the starting points (i.e., origins) of the lanes of the tray. MNPs were pre-magnetized by placing the tray (with MNPs at their starting points) at the "pull" side of the magnet, which consolidated the MNPs at each lane origin. The tray was then mounted at the position of interest (as seen in [Figure 2A](#F0002){ref-type="fig"}) so that the middle of the imaged lanes would be along the central plane of the magnet. MNP translation in the branched lane MIRT tray was studied using 8 mL of PBS, which filled all the branches. Fifty µL of 25 mg/mL MNP solution was added to the "beginning artery" and magnetized as described. The branched lane tray was studied in the 20 cm pull position and the center of the beginning artery was used as the fulcrum for rotation. In the 0 degree position, the tray was not pivoted and was aligned along the center of the plane of the rotating magnet. In the +45 degrees position, the tray was pivoted counterclockwise 45 degrees while maintaining the center of the beginning artery along the center of the magnet. In contrast, in the −45 degrees position, the tray was pivoted clockwise 45 degrees on the same fulcrum.

Quantification of MNPs at the end positions of the branched tray was determined using spectrophotometry. To do this, MNPs at the ends of the lanes (after running the mini-MED) were pipetted into labeled 1.5 mL centrifuge tubes, then centrifuged for 10 min at 6000 rpm. The supernatant was carefully removed, and the MNP pellet was resuspended in 500 µL PBS, sonicated, and then vortexed for 30 sec. One hundred  µL was pipetted into 3 wells of a 96-well plate for each individual artery versus a PBS control. Absorbance was measured at 340 and 777 nm in order to determine MNP concentration. MNP localization into each branch was therefore determined, and shown as a percentage of the original quantity placed at the origin.

Rabbit Endothelial Cells and Fluorescence Microscopy {#S0002-S2005}
----------------------------------------------------

Rabbit aortic endothelial cells (Cell Biologics, Chicago, IL) were maintained using standard tissue culture technique (37°C, 5% CO~2~) in basal medium supplemented with 0.1% VEGF and EGF, 1% L-glutamine, antibiotic-antimycotic solution, and 2% FBS (Cell Biologics, Chicago, IL). For MIRT tray studies of MNP velocities over cells, 10^5^ cells were dispersed into lanes of the sterilized MIRT tray, which were pre-coated with 1 mL of 0.1% gelatin. Cells were grown for 48 hrs (until confluent) before further experimentation. Immediately prior to determinations of MNP velocities, the basal medium was replaced with PBS. For fluorescent staining, cells were washed with phosphate-buffered saline (PBS) before being fixed with 4% paraformaldehyde for 10 min at room temperature, then washed again. A solution of phalloidin in PBS (1:40 v/v) was applied to the cells for 20 min at 37°C (in the incubator), followed by addition of an aliquot of Hoescht 33342 (1:1000 v/v; Sigma-Aldrich, St. Louis, MO) for 10 min again at 37°C. Cells were imaged using an EVOS FL Auto 2 microscope (Fisher Scientific, Waltham, MA).

Thrombus Formation, Absorbance Assay, and tPA/MNP Treatments - Static Studies {#S0002-S2006}
-----------------------------------------------------------------------------

Whole rabbit blood, anticoagulated by citrate, was obtained from Hemostat Laboratories (Dixon, CA). Using a 1.5 mL centrifuge tube, 1 mL of whole anticoagulated rabbit blood was combined with 50 µL of 1 M CaCl~2~ (Fisher Scientific, Hampton, NH). The centrifuge tube was moved back and forth lightly to mix the contents, then incubated at 37°C for 20 min, allowing the blood to coagulate.[@CIT0035] For the clot absorbance assay, clots were gently retrieved from centrifuge tubes using tweezers, then washed in a room temperature PBS bath to remove unclotted blood from the surface. Formed clots (red thrombi) were trimmed to the size of a well, then placed at the bottom of the wells in a 96-well plate (Corning, Tewksbury, MA). Rabbit tPA (Abcam, Cambridge, UK) and/or MNPs were added to clots in order to determine their effect on absorbance readings, versus untreated controls. Ten µg of tPA, and/or 0.025 or 0.25 mg of MNPs (1 or 10 µL of 25 mg/mL MNP stock solution) were added to each well. After 2 hrs of incubation at 37°C, plates were analyzed using a SPECTRAmax 340PC (Molecular Devices, Inc., San Jose, CA), utilizing wavelengths from 600 to 700 nm. Tweezers were used in each well to remove any clots that were remaining after the treatment period.

In complementary experiments, fibrin clots were formed in 3.4 mm diameter glass tubes as per Viennet et al.[@CIT0036] Each fibrin clot was formed using 50 µL of a clotting mixture at pH 7.4 containing: gelatin 0.05% w/v; human plasminogen, 3.5 U/ml; human thrombin, 30 U/ml; and bovine fibrinogen, 20.7 mg clottable protein/ml, in PBS. ε-aminocaproic acid (EACA), an inhibitor of fibrinolysis, was added to the clotting mixture in order to achieve a 3 mM concentration for the fibrin clots, and 4 mM concentration for the whole blood clots. Following clot formation at 37°C for 10 min, tubes were cooled to room temperature, sealed with Parafilm and stored overnight at 4°C prior to use. On the day of the assay, 130 µL of 0.1 M phosphate buffer (pH 7.4) containing 20 U/ml plasminogen, 1200 U/ml alteplase and test reagents (as indicated) were placed on top of the clot. For clots with MNPs, 20 µg were used. Tubes were placed in a custom-built lightbox with back-illumination of the tubes in order to capture their images. Clot lysis was allowed to proceed at room temperature and quantified by tracking the regression of the clot/buffer interface using the camera. The rate of lysis was linear for up to 4 hrs. Whole blood clots were similarly formed in 3.4 mm glass tubes using a method based on that of Mann et al.[@CIT0037] CaCl~2~ was added (final concentration 12 mM) to 50 µL pooled citrated human blood (Innovation Research, MI), and clotting allowed to proceed for 30 min at 37°C. After cooling to room temperature, the tubes were sealed using Parafilm and stored at 4°C prior to lysis assay within 3--7 days. On the day of the assay, 130 µL of pooled human plasma containing added 20 U/ml human plasminogen and the test reagents was placed above the clots, and the tubes were placed in the lightbox, with lysis measured as described above.

TPA/MNP Treatments in the MIRT Tray - Dynamic Studies {#S0002-S2007}
-----------------------------------------------------

These experiments were designed to determine whether or not MNPs could be used to deliver a drug (here, tPA) to a clot by means of enhanced fluid transport, in the absence of drug conjugation to the nanoparticle itself. Thrombi from whole rabbit blood were made as described above (static studies), gently retrieved using tweezers, trimmed to size, washed, and positioned in the lanes of the MIRT tray. Studies were performed with the straight lane MIRT tray in the 20 cm offset position, with and without endothelial cells. For studies of clots in the MIRT tray, each lane to be tested was prepared with two 5 mm agarose blocks, one placed 6--8 cm from the origin, and another after an additional 0.5 cm distance, so that clots would be approximately 0.5 cm wide. Between the agarose blocks, 300 µL of whole rabbit blood (without calcium) was added before clot placement, to ensure sealing of the clot in the lane. Blood escaping outside of the agarose blocks was aspirated to avoid interference with the MNPs. An additional 50 µL of 1 M CaCl~2~ was added to ensure clotting.

The MIRT tray with clots was placed in an incubator at 37°C for 1 hr. After incubation, agarose blocks were removed and ends of the clots were washed with 200 µL of PBS. If PBS passed through a clot, the clot was discarded. MNPs, tPA, PBS, and gel packs were pre-warmed in a water bath set to 40°C. Ten micrograms of tPA was mixed with 20 µL of MNPs (25 mg/mL) and vortexed together for 30 sec. Pre-warmed gel packs were placed underneath the MIRT tray, in order to maintain a physiologic temperature. MNPs alone or mixed with tPA were added to the MIRT tray origins and magnetized, as usual. The mini-MED was then activated for 70--100 min per experiment to accurately determine the effect of MNPs (with or without tPA) on the clots. Fibrinolysis was visually determined to have occurred, if the lane preceding the thrombus became positive for blood, resulting from the release of red blood cells (which had previously been encased in fibrin).

For confirmation of clot lysis, media was aspirated carefully to minimize interference with the clot. One milliliter of PBS was added to each lane, then 20 µL of MNPs (25 mg/mL) was added to the tray lanes at their origins, and allowed to run as usual. This "proof of clot lysis" test only required running the mini-MED for 5 min. "Complete clot lysis" was confirmed if MNPs were able to pass freely (i.e., within the expected time frame of approximately 1 min) through the previous location of the clot. "Partial clot lysis" was present if the MNPs took longer than the expected amount of time (for instance: 5 min.) "Incomplete/no clot lysis" was present if the MNPs were unable to run through the previous site of the clot. Clot lysis efficiency was defined as the number of these events over the total number of clot lysis attempts.

Data Display and Tests of Statistical Significance {#S0002-S2008}
--------------------------------------------------
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\end{document}$ SEM) with n values as given in the figure legends. Statistical significance for the velocity and absorbance experiments was determined using two-factor ANOVA with replication. For rates of clot lysis in the static studies, statistical significance was tested using ANOVA (Sidak's multiple comparisons test). Statistical significance for fibrinolysis and the clot lysis events in the dynamic studies was determined using a Z-score for proportions. A value of *p* \< 0.05 was considered statistically significant.

Results {#S0003}
=======

Movement of MNPs in the Straight Lane MIRT Tray Without Cells: Effect of Different Media and Tray Positions on MNP Velocity {#S0003-S2001}
---------------------------------------------------------------------------------------------------------------------------

The mini-MED, in a stationary position, causes the MNPs to move along surfaces, including the lanes of the MIRT tray, and this can be used to facilitate comparisons between different experimental conditions or drug formulations. Velocities of MNPs through media of varying viscosity and protein content were compared. Media included PBS, DMEM, FBS, skim milk, and whole blood. A photograph of MNPs at the origins (starting points) of lanes filled with citrated whole blood, FBS, and DMEM is seen in [Figure 3A](#F0003){ref-type="fig"}. A photograph of MNPs running through PBS in response to the mini-MED (one lane) is seen in [Figure 3B](#F0003){ref-type="fig"}. The arrow indicates the leading edge of the MNPs. The leading edges of MNPs were used for velocity determinations, which were made in centimeter increments as MNPs progressed down the lanes. Due to the opacity of blood, the "offset below" position (with the tray 20 cm below the magnet center, and the camera filming from below the tray) was used for these experiments. This position is illustrated at the bottom of [Figure 2A](#F0002){ref-type="fig"}.Figure 3(**A**) Photograph of MNPs at the starting position (origins) of the straight-laned MIRT tray, in three different fluids, from top to bottom: whole blood, FBS, and DMEM. (**B**) Photograph of MNPs (with advancing edge at the arrow, in PBS) moving down the tray in response to the action of the mini-MED. (**C**) Velocity of MNPs in the MIRT tray (y-axis) vs. distance from tray origin (x-axis) for five media (PBS, DMEM, 100% FBS, skim milk, and whole blood) in the 20 cm offset below position (n ≥ 3). (**D**) Correlation between the viscosity of media (PBS, DMEM, 100% FBS, skim milk, and whole blood) and the average velocity in the 20 cm offset below position.

As anticipated, the velocities of the MNPs were different, in different types of fluids. The average velocity across the entire tray (at the 20 cm offset below position) in PBS was found to be 0.18 ± 0.01 cm/sec. In DMEM, the MNPs had an average velocity 0.180 ± 0.02 cm/sec. In FBS and skim milk, the average velocity was slower; namely 0.10 ± 0.02 cm/sec, and 0.06 ± 0.01 cm/sec, respectively. In citrate-anticoagulated rabbit whole blood, the average velocity was even slower, namely 0.030 ± 0.004 cm/sec. Serum from different species demonstrated MNP velocities similar to FBS. Whole blood has a greater viscosity, and therefore imparts a greater drag on the spinning MNP clusters. MNP clusters may dissociate in more viscous fluids. Even though the velocity was less, the leading edge of the MNPs traversed the entire 10.5 cm length of the tray in 360.4 ± 11.5 sec, when moving through whole blood. Velocities over each cm interval along the lanes are displayed in [Figure 3C](#F0003){ref-type="fig"}. The relationship between fluid viscosity and average MNP velocity (in the offset below position) is seen in [Figure 3D](#F0003){ref-type="fig"}.

Changing the position of the MIRT tray relative to the mini-MED also changed the velocities of the MNPs. Velocities of MNPs (in PBS and blood) at two different key positions with respect to the mini-MED are shown in [Figure 4A](#F0004){ref-type="fig"} and [B](#F0004){ref-type="fig"}. [Figure 4A](#F0004){ref-type="fig"} shows PBS and whole blood data from the offset below position, with a scale change for the y-axis. [Figure 4B](#F0004){ref-type="fig"} shows the greater MB velocities in the pull position, in which the MNPs are running directly toward the magnet, being affected by rotational traction and accelerated by magnetic attraction. This resulted in the greatest velocity closest to the magnet, namely 0.76 ± 0.03 cm/sec. MNPs in the push position stop moving at a distance of about 27 cm away from the magnet center in whole blood, and at 29 cm in PBS. MNP velocity was slightly greater when moving through PBS in the offset above position in comparison to the offset below position (at the same distance from the magnet), likely due to the increased surface friction (traction) produced when the tray and particles were above the magnet.Figure 4A comparison of MNP velocities in the MIRT tray, traveling through PBS versus unclotted whole blood, using two different tray positions (n = 9). (**A**) 20 cm offset below position (**B**). 20 cm pull position. Note that MNPs in the "pull" position in PBS and closest to the magnet have the greatest velocity.

Effect of Tray Lane Branching and Magnet Alignment on MNP Distribution {#S0003-S2002}
----------------------------------------------------------------------

MNP movement was studied in the branched lane tray in the pull position to model the effect of conduit branching on MNP distribution (such as within an arterial tree), also using video photography. The set-up is depicted in [Figure 5A](#F0005){ref-type="fig"}. The average MNP velocity throughout the branched lane tray (in the neutral position) was found to be 0.21 ± 0.02 cm/sec, ranging from 0.10 ± 0.01 to 0.35 ± 0.01 cm/sec depending on the path of the MNPs through the branches of the tray. Changing the rotation of the branched lane MIRT tray relative to the mini-MED (also in the pull position) provided results that would be anticipated, given an understanding of the surface walking phenomenon of MNPs. The tray in the original position (0 degrees) gave a final MNP distribution that favored MNPs moving to the end of "artery" 4, and approximately equivalent MNP distributions in "arteries" 1 and 2 (as seen in the central pane). In the +45 degree position, all MNPs were directed to the end of "artery" 6 with an average velocity of 0.38 ± 0.01 cm/sec; and in the −45 degree position, all of the MNPs were directed to the end of "artery" 1 with an average velocity of 0.30 ± 0.01 cm/sec. The different amounts of MNPs in each lane and position (as quantified spectrophotometrically) are seen in [Figure 5B](#F0005){ref-type="fig"}. The difference in the average MNP end concentrations of artery 1 in the 0 versus −45 degree position was found to be statistically significant (p \< 0.005). The difference in the average MNP end concentrations of artery 6 in the 0 versus +45 degrees position was also statistically significant (p \< 0.005). These data emphasize the extent to which orientation of the rotating magnetic field plays a role in the movement of MNPs in conduits in which fluid flow is stagnant, such as in an obstructed artery, or in the MIRT tray.Figure 5(**A**) Illustration of branched lane MIRT tray in pull position with rotation at +45, 0, and −45 degrees with respect to the center of the rotating magnet. (**B**) Relative final concentrations of MNPs after changing the orientation of the branched lane MIRT tray in the pull position (n≥3).

Effect of an Endothelial Monolayer on MNP Velocity {#S0003-S2003}
--------------------------------------------------

Rabbit vascular endothelial cells were seeded and grown in the lanes of the sterilized MIRT tray (for 48 hrs until confluent) in order to construct a primitive model of a large blood vessel (3.175 mm diameter). [Figure 6A](#F0006){ref-type="fig"} shows rabbit vascular endothelial cells that were grown in the straight lane MIRT tray for 24 hrs, then fixed and stained for F-actin (green) and DNA (blue). Cells appear more blurry towards the right and bottom edge of the photo due to the curvature of the lane, which takes the cells outside of the focal plane of the microscope. Viability of endothelial cells grown in the straight lane MIRT tray was found to be excellent up to 120 hrs (the longest time studied), whether 25,000; 50,000 or 100,000 cells were used for the initial seeding. Cells could also be grown and photographed in the branched lane tray. Velocity of MNPs in the straight lane MIRT tray through PBS and over rabbit endothelial cells versus in PBS alone (without cells) was then studied. Data are shown in [Figure 6B](#F0006){ref-type="fig"} for the 20 cm offset above position. Addition of vascular endothelial cells to the lanes of the MIRT tray was found to slow the velocity of the MNPs, from an average of 0.27 ± 0.02 cm/sec without the monolayer to 0.21 ± 0.01 cm/sec over the monolayer of cells, in PBS at the offset above position (*p* \< 0.005).Figure 6(**A**) Photomicrograph of rabbit aortic endothelial cells grown in the lanes of the MIRT tray, which were fixed then stained with Hoechst 33342 (blue) for nuclei, and phalloidin (green) for F-actin. (**B**) Velocity of MNPs in the MIRT tray, through PBS and over rabbit aortic endothelial cells (green), versus in PBS alone without cells (black) in the 20 cm offset above position (n = 6).

Blood Clot Production, Absorbance Assay Results, and MNP/tPA Treatment - Static Studies {#S0003-S2004}
---------------------------------------------------------------------------------------

In order to reproducibly form small clots, different concentrations of calcium chloride (ranging from 0.1 to 1 M), and varying volumes of calcium (ranging from 40 to 500 µL) and citrate-anticoagulated rabbit whole blood, were tested. For making a "standard clot", the combination of 50 µL of 1 M calcium chloride added to 1 mL of blood was found to be best for subsequent experiments. Blood clots of 0.8 cm^3^ were able to be reproducibly produced for 96-well plates and the MIRT trays. Clots (with and without MNPs) could be differentiated from unclotted whole blood by spectrophotometry, both in the plates and in the trays. As seen in [Figure 7A](#F0007){ref-type="fig"}, the absorbance of clotted whole blood was greater than the absorbance of unclotted whole blood over multiple wavelengths, but particularly at 640--720 nm. This is as expected since a denser structure should not allow as much light to be transmitted. The addition of MNPs to clots (demonstrated at 2.5 mg/ml and 25 mg/ml in [Figure 7A](#F0007){ref-type="fig"}) was seen to produce additional absorbance, and this could be used to differentiate clots with or without MNPs.Figure 7(**A**) Absorbance spectra of whole blood (red), blood clots (magenta), and blood clots with MNPs (abbreviated for brevity as "MB") at two concentrations: 2.5 mg/ml (gray) and 25 mg/ml (black). (**B**) Photographs of untreated and tPA-treated clots after removal from the 96-well plate. (**C**) Absorbance values (at 640 nm) following clot extraction from the 96-well plate, n≥3. Higher values are seen with more liquid clots. (**D**) Rate of fibrin clot lysis (mm/hr), in response to different treatments. (**E**) Rate of whole blood clot lysis (mm/hr), in response to different treatments. For Panels (**D** and **E**), n ≥ 5. Significance is indicated as: \*, p\<0.05 versus blank; \*\*, p\<0.0001 versus blank; \#, p\<0.0001 versus tPA+MNPs+magnet.

Clot softening and lysis by 10 µg of tPA per well in 96-well plates were then demonstrated. This effect is seen in [Figure 7B](#F0007){ref-type="fig"}, illustrating that the shape and structure (i.e., morphology) of the extracted clots was different, depending on tPA treatment. Clots without treatment were rigid, while the tPA-treated clots were fluid, and malleable. Solid clots could be removed from the plates with a tweezers. This fact was reflected in the absorbance reading at 640 nm, as seen in [Figure 7C](#F0007){ref-type="fig"}. TPA-treated clots produced absorbance readings similar to that of the whole blood control (*p* = 0.96). Clots made from freshly obtained rabbit blood yielded results similar to those from commercially available blood. Commercially available blood, however, was found to be more convenient and yield more consistent results.

The rates of fibrin clot lysis, and whole blood clot lysis, were measured under different experimental conditions, as shown in [Figure 7D](#F0007){ref-type="fig"} and [E](#F0007){ref-type="fig"}, respectively. These experiments were performed in tubes. Under control conditions (blank, MNPs + magnet, and tPA + EACA + MNPs + magnet), the rate of clot lysis (of fibrin or blood) was negligible. When tPA was added alone, with or without MNPs, some lysis did occur, as seen. However, when tPA was added with MNPs and the magnet together - either on fibrin clots or whole blood clots - the rate of lysis was much faster, approximately 6 mm/hr, and this finding was found to be statistically significant, as shown. MNPs, therefore, were found to accelerate the fibrinolytic effect of tPA in wells, in the presence of a static magnetic field.

MNP Translation and MNP/tPA Treatment in the Straight Lane MIRT Tray - Dynamic Studies {#S0003-S2005}
--------------------------------------------------------------------------------------

Experiments were then conducted to determine whether or not rotating MNP clusters acting alone or with the addition of tPA could cause fibrinolysis and/or whole blood clot lysis in the straight lane MIRT tray (at 37°C). A photograph of a representative clot, within a lane of the straight lane MIRT tray, is shown in [Figure 8A](#F0008){ref-type="fig"}. Control lanes were set up which had clots alone in PBS, with or without the addition of tPA at the origins of the lanes. It should be noted that if tPA was added close to the clot in the MIRT tray, fibrinolysis or clot lysis would have occurred, as shown by the static experiments. Therefore, clots were made at a distance down the lane, to test whether or not MNPs could carry tPA to the clots by means of enhanced diffusion, i.e., convection. During the treatment period, the lanes were observed (and videos made) to observe for fibrinolysis and any thrombolytic effect. Clot lysis was confirmed after the experiment, by re-running MNPs down the lanes, as described in the "Methods" section. A photograph of MNPs encountering clot is seen in [Figure 8B](#F0008){ref-type="fig"}. Addition of tPA to the MNP clusters did not slow their velocities.Figure 8(**A**) Photograph of a blood clot produced from rabbit whole blood, and then placed within a lane of the MIRT tray. (**B**) MNPs (arrow) coming into contact with a blood clot, due to the translational effect of the mini-MED. (**C**) Occurrence of fibrinolysis and partial vs. complete clot lysis in dynamic studies within the straight lane MIRT tray, n≥4. For this assay, fibrinolysis was defined as the appearance of liquid blood and was determined independently of clot lysis. For tPA versus MNPs+tPA: \*, p \< 0.005. For MNPs versus MNPs+tPA: \#, p \<0.01.

Neither MNPs alone, nor tPA alone (when placed at the usual starting point for the MNPs in the tray), were able to cause complete clot lysis, even after 100 min. However, when tPA and MNPs were combined, there was a lytic effect of the combination treatment on the blood clots in the MIRT tray, as seen in [Figure 8C](#F0008){ref-type="fig"}. These studies were performed in the 20 cm offset above position, with and without endothelial cells. With MNPs+tPA, the onset of fibrinolysis (i.e., the appearance of liquid blood) was observed at 30 min, with 70 min typically being required for MNPs+tPA to create a path through the clot. Fibrinolysis was observed 85% of the time, and complete clot lysis was found in 61.5% of the MNPs+tPA experiments (p\<0.01). Delivery of tPA to clots in the MIRT tray by MNPs also produced softer clots and morphological changes, similar to what had been seen in the "static" experiments, as described above.

Discussion {#S0004}
==========

These data show that MNP clusters can be moved remotely at human-sized distances (5--30 cm) by a rotating permanent magnet ("mini-MED"), and channeled along straight or branched lanes of different sizes in sterilizable acrylic trays. Videography and digital analysis allowed for accurate quantification of MNP velocities. Lanes were filled with fluids of varying viscosity, including whole rabbit blood. Rabbit vascular endothelial cells were used to line the lanes of the trays, thus providing a crude model of a 1/8th inch diameter blood vessel. Thrombi were made by adding calcium chloride to whole rabbit blood, overcoming chelation by citrate. The resulting clots were transferred to 96-well plates or the MIRT tray for further study in combination with MNPs and/or tPA. The system was used to study the potential use of MNPs for delivering tPA, to enhance clot lysis. The effect of MNPs with or without tPA was first tested on clots in wells (i.e., the "static studies"). Magnetic attraction was found to enhance the fibrinolytic effect of tPA. Finally, MNPs were used to deliver tPA down the lanes of the trays to blood clots in response to the rotating magnet (i.e., the "dynamic studies"). MNPs combined with tPA were found to effectively enhance fibrinolysis at a distance. The enhanced effect of tPA occurred through drug association with MNPs, without any procedure directed at specifically binding drug to the particles themselves.

Magnetite (Fe~3~O~4~), maghemite (ɣ-Fe~2~O~3~), and hematite (Fe~2~O~3~) are all forms of iron oxide, but their properties in nanoparticle formulations are not the same. MNPs vary in magnetic properties depending on the material used. Magnetite has the strongest magnetic moment of the three, while hematite has the weakest.[@CIT0038],[@CIT0039] When ferrimagnetic particles are exposed to a magnetic field, their dipoles align and they form chain --like structures.[@CIT0040],[@CIT0041] When exposed to a rotating magnetic field, these chains further agglomerate, forming the clusters seen in our studies. Clusters of the MNPs used here counter-rotate in response to the rotating magnetic field, as they act to align their dipoles to the field. This creates a rotational force, i.e., torque.[@CIT0026],[@CIT0042],[@CIT0043] Interaction of the MNP clusters with a fluid, or especially a surface, creates traction and a rolling progression of the clusters. The lanes of the tray -- or sides of a conduit such as a blood vessel -- help to direct this rolling motion. Using serum or blood in the conduit, lining it with endothelial cells, performing tests at 37°C, and adding branching therefore act to produce a "biomimetic model" (i.e., crude artificial blood vessel) for testing MNP movement.[@CIT0026],[@CIT0044],[@CIT0045]

Our data indicate that the velocity at which MNP clusters move down a conduit in response to the rotating magnet (i.e., their translational movement) is dependent on factors including: 1) the characteristics of the fluid filling the conduit (notably its viscosity), 2) the nature of the walls of the conduit (especially conduit roughness; and whether or not there is a coating with cells), and 3) the position and distance of the conduit with respect to the rotating magnet. Four fluids having relevance for laboratory research and clinical applications were chosen for these studies, namely PBS, DMEM, FBS, and whole blood. Skim milk was also tested due to its intermediate viscosity value. Not unexpectedly, MNPs were found to move more slowly through fluids with higher viscosity but could be moved even through whole blood. MNPs also moved readily down the lanes of the MIRT tray lined with live endothelial cells. MNP velocities were highest when the attraction to the magnet was added to the traction along the surface caused by the rotational force. This situation was most apparent in the "pull" position close to the rotating magnet. Addition of tPA did not slow the MNP clusters.

The effect of viscosity of the transport media, while seemingly one of the simplest variables to study, is actually complex, with multiple factors to consider including Stokes' drag, rotational drag, surface friction, and dispersion of the clusters.[@CIT0040],[@CIT0046],[@CIT0047] Dynamic (or shear) viscosity of a fluid (designated by µ) is a measure of the resistance of a fluid to gradually deform under shear or tensile stress. For familiar liquids, it corresponds to the perception of "thickness." Plasma viscosity is influenced by the concentrations of plasma proteins and lipoproteins, notably fibrinogen. Plasma viscosity, like lymphatic fluid, is about 1.8 mPa·s.[@CIT0048] Blood viscosity is determined by plasma viscosity, hematocrit, temperature, and erythrocyte aggregation and deformability. It ranges from 3 to 5 mPa·s. Blood is considered a non-Newtonian fluid because it becomes less viscous at high shear rates. Cerebrospinal fluid (CSF) has a viscosity similar to water and PBS, ranging from 0.7 to 1.0 mPa·s. Higher protein concentrations or cell counts do not significantly affect the viscosity of normal CSF.[@CIT0049],[@CIT0050] As the media becomes more viscous (due to higher protein content or interposition of blood cells, as examples), more torque is necessary to keep the MNP clusters spinning, otherwise, velocity will decrease. With increased torque, cavitation, and then heating (magnetic hyperthermia) can occur.[@CIT0051] Higher viscosity also imparts more friction to the clusters, which may cause them to break apart due to shear forces.[@CIT0040],[@CIT0041] The bifurcation angle, as seen in the branched tray, is yet another important hemodynamic factor.[@CIT0052]--[@CIT0055] The effects of friction might be capitalized upon, however, in order to improve drug delivery at a target site. With more viscous solutions, the traction afforded by "surface walking" might not be needed at all.

Achieving an improved understanding of the factors that influence MNP agglomeration, stability, translational movement, cellular uptake, and drug binding and release will be crucial for making the jump from in vitro and animal studies, to human applications for magnetic drug targeting.[@CIT0056]--[@CIT0060] Electrolyte composition, protein content, and viscosity (among many other factors) are very different in the various bodily fluids that could act as MNP conduits: cerebrospinal fluid versus blood, for instance.[@CIT0061] Yet to date, only a few studies have analyzed the effect of these factors on MNP movement, aggregation/agglomeration, and/or drug delivery.[@CIT0029],[@CIT0062] Critically, when nanoparticles enter a physiologic environment, they rapidly adsorb proteins and form a protein corona, which imparts a biological identity that is distinct from their synthetic identity.[@CIT0059],[@CIT0063],[@CIT0064] The drug delivery principle seen in our studies - that of moving unbound drug with MNP clusters - may essentially be a collective corona effect. The MNP clusters are therefore functioning as medical devices (or "nanobots") for drug delivery,[@CIT0065],[@CIT0066] and do not require a mechanism for triggering drug release from the particles.

TPA is used to treat patients with vascular occlusive events such as acute ischemic stroke, and myocardial infarction.[@CIT0007]--[@CIT0011],[@CIT0067] Since tPA converts plasminogen to plasmin in the presence of fibrin, it has less potential to induce bleeding than other thrombolytic agents such as streptokinase and urokinase.[@CIT0014] Current evidence demonstrates that the sooner the tPA reaches its target in the brain's arterial system, the more favorable the outcome for the patient, i.e., "time is brain".[@CIT0020],[@CIT0068] In clinical studies, nearly half the patients did not benefit from IV tPA administration, which could certainly be due to inadequate drug delivery.[@CIT0016],[@CIT0069] Vessel recanalization rates with IV tPA for proximal arterial occlusion range from only 10--30%.[@CIT0068] Occlusions within the cerebral vasculature create blind alleys where drug is less likely to perfuse without magnetic targeting. Improving tPA delivery to the site of a thrombus (to promote lysis), and reducing systemic exposure (to avoid additional risk of hemorrhage), continue to be desirable goals - and would be expected to increase the efficacy and safety of tPA treatment for stroke and other thrombotic disorders.

Meta-analyses of clinical trials investigating the efficacy of endovascular therapies for stroke (and retrospective analyses of patient databases) have provided strong evidence to support the use of catheter-based thrombectomy within 6 hrs of stroke onset, in selected patient subpopulations, irrespective of receipt of intravenous tPA.[@CIT0020] Despite inherent risks, endovascular therapy promises higher recanalization rates than IV tPA, and potentially longer treatment windows.[@CIT0068] We would expect that if MNPs were used to enhance tPA delivery clinically, they would be delivered by an endovascular route. Mechanical thrombectomy already requires threading of a catheter up to the vicinity of the blocked artery, but is not always successful, and cannot always access even more distal small vessel occlusions. The safety of administering tPA with MNPs locally needs to be proven but would be expected to incur fewer systemic side-effects, such as the hypotension observed to occur with IV co-administration.[@CIT0033] Combination (or sequential) therapy, for instance, utilizing tPA and pro-urokinase,[@CIT0070],[@CIT0071] may make MNP therapy for clot lysis even more effective.

The application of nanotechnology to vascular disease is still an emerging field, but one which holds great promise.[@CIT0016],[@CIT0023],[@CIT0072] There have been several reports of tPA and other thrombolytic drugs being bound to various types of nanoparticles, including iron oxide nanoparticles, with characterization and testing in vitro and in rodents using non-rotating magnets.[@CIT0022],[@CIT0057],[@CIT0073]--[@CIT0084] It has recently been reported that polyacrylic acid --coated tPA -- MNPs have been successfully tested in vitro and in a mouse model of embolic stroke, in which a rotating magnetic field was employed.[@CIT0021] TPA has also been transported to blood clots in vitro and to clots in mice femoral arteries, using a rotating magnetic system.[@CIT0066] Our findings are consistent with these results, but consider different dimensions, and factors (such as media and endothelial cells) which affect the rotation and translation of the MNP clusters. As of the submission of this manuscript, a PubMed search of "nanoparticles and thrombolysis" revealed no results for clinical trials, underscoring the need for developing improved models so that the gap between laboratory and successful clinical use can finally be bridged.

Conclusions {#S0005}
===========

Despite advances with IV tPA in the endovascular treatment of stroke and other thrombotic disorders, these diseases continue to cause an unacceptable degree of disability and death worldwide. Further progress in delivering drug to the site of the thrombus needs to be made. Animal studies, while important, do not test human-sized distances, which is critically important for predicting the success of magnetic drug targeting. Rotating magnetic systems offer an improved way to move magnetic particles at clinically relevant distances, since the MNPs can walk along physiologic surfaces, such as the endothelial linings of blood vessels.[@CIT0029],[@CIT0065]

In studies reported here, MNP clusters functioned as devices ("micro-motors") for improving drug delivery, eliminating the need for adrug release mechanism. While these model components are rough prototypes, the principles they establish set the stage for more sophisticated studies of MNP behavior in vitro, before proceeding to animal studies and clinical trials. Next-generation tray design could include flow, pulsations, and more realistic branching patterns based on data from individual patients. Our results indicate that MNPs should be studied further for use in augmenting the delivery of tPA in the treatment of stroke and other vascular occlusive diseases.
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